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Abstract 
This report describes work performed with FY92 Laboratory Directed Research and 
Development (LDRD) funding for the development of a fiber-optic shock position 
sensor used to measure the location of a shock front in the neighborhood of a nuclear 
explosion. Such a measurement would provide a hydrodynamic determination of 
nuclear yield. The original proposal was prompted by the Defense Nuclear Agency’s ‘‘ 
interest in replacing as many electrical sensors as possible with their optical counter- 
part for the verification of a treaty limiting the yield of a nuclear device used in 
underground testing. Immunity to electromagnetic pulse is the reason for the agency’s 
interest; unlike electrical sensors and their associated cabling, fiber-optic systems do 
not transmit to the outside world noise pulses from the device containing secret 
information. 

*The original proposal was entitled “Fiber-Optic Shock Velocity Sensor,” but the current title is more accurate. 
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Fiber-Optic Shock Position Sensor

Introduction
Many years ago, R. C. Bass and A. J. Chabai of

Sandia National Laboratories developed an empirical
relationship between the radius of the ground shock
front caused by an underground nuclear explosion
and time in the region of “strong shock” propagation.1
This relationship, which has come to be known as the
“universal yield relation,” is as follows

R/Wl’3=A(T/W*’3)B , (1)

where W is the explosive yield in kilotons, R is the
radius from the explosive center in meters, T is the
time relative to zero time in milliseconds, and A and
B are constants. The common geological materials
encountered in underground testing arel

A = 6.29; B = 0.475. (2)

In the region of ‘strong shock” propagation, the
shock pressure is so high that the material strength of
the medium through which it passes is largely irrele-
vant. Since the material behaves essentially like a
fluid, this region close to the device is referred to as
hydrodynamic, where the shock pressure is greater

than approximately 55 kilobars.1Such pressuresexist
to about 30 meters from the center of explosion of a
125-kiloton nuclear device in the usual geologic ma-
terials. In addition to an upper radius beyond which
the pressure is too low for Eq. (1) to be valid, there
also exists a lower radius within which the shock no
longer appears to be emerging from a point source. In
this region, details of the source geometry and sup-
port structure significantly perturb the sphericity of
the shock front, and Eq. (1) is again invalid. This near
region extends to a few meters from the device.

Equation (1) is the basis for a hydrodynamic
determination of nuclear yield, as part of the verifi-
cation of a treaty to limit the yield of such a device
used in underground nuclear testing. The geometry of
this measurement is illustrated in Figure 1, though
obviously not to scale.2 Although electrical systems
such as the SLIFER and the CORRTEX have served
as shock position sensors, they are susceptible to
electromagnetic pulse (EMP). In particular, the coax-
ial cable from which they are constructed can detect

the timing between certain noise pulses created by the
device and transmit that secret information to the
outside world. Optical fibers possess no such suscep-
tibility and would thus provide the security required
in such a high EMP environment.

4 meters -D

nucleardevice

\

emplacement hole

--l

++

30 meters

t

—

\ to recoramg mwumemavon
*

+ 0.3 to 0.5 meter

\ shock position sensor

satellite hole

l-- 11 meters

Figure 1. Configuration for hydrodynamic yield measurement



Fiber-Optic Shock
Position Sensor

In this section we will describe various concepts’
for the shock position sensor that were explored,
tested, or both. One such concept arose fortuitously
during this research. In all cases, our object was to
incorporate a large array (~ 100) of time-of-arrival
points compactly into one sensor and record the
output on a single data channel. Achieving this goal
would result in an essentially quasi-continuous mea-
sure of shock position with a minimum of recording
capacity.

Original Proposal
Our original proposal for a shock position sensor,

shown in Figure 2, consisted of two optical fibers: a
multiple-looped one emerging from the optical source
and a straight fiber leading to the detector. These two
fibers were to be fused to each other at each loop in a
manner similar to that used in the construction of
multimode fiber-optic couplers. In this way, a small
fraction (-1 %) of the light from the source fiber
would be coupled to the detector fiber at each fusion
point, resulting in a detector output that monotoni-
tally increases with the number of fusion points. As
the shock progresses in the direction indicated, each
fusion point would be successively destroyed and the
ideal detector output would’ drop in a staircase fash-
ion (Figure 3). Since the geometry of manufacture
and deployment would be known a priori, and the
transition times would have been measured, the po-
sition of the shock front could be determined at any
instant to within one fusion length. These fusion
points need not be equally spaced. If greater spatial
resolution were needed in certain regions than in
others, they could be more densely packed where
required.

In contrast to Figure 3 is Figure 4, which is a
calculation of the idealized output of a 20-point
sensor deployed as in Figure 1 to detect the ground
shock created by a 125-kiloton device. The bottom of
this sensor is assumed to be at the same depth as the
nuclear device, and is 28.5 meters long. This length,
combined with the lateral separation of 11 meters,
causes the top of the sensor to be 30 meters from the
device. The nature of the response .in this figure is a
consequence of Eq. (1) and the changing orientation
of the sensor with respect to the shock propagation
direction.

In describing the operation of the sensor, we have
ignored recoupling back into the source fiber from the
detector fiber. However; during manufacture, the
‘dc!tectoroutput would be monitored as fusion points
are added, and adjustments could be made empiri-
cally in the degree of coupling at any such point to
produce the desired upward staircase response. Thus,
the underlying complexity causi,n~this response need
not be accounted for explicitly while this sensor is
being fabricated. In operation, the destruction of this
sensor would simply “walk” (actually “run”) the de-
tector output back down the stairs.

1
source fiber

detector fiber

Li

fusion point ~
H

1%

h
●. .
●

shock front
I

HHH
Figure 2. Original proposal for shock
position sensor

time

Figure 3. Detector output vs. time
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Figure 4. Fiber-optic sensor output (device yield = 125 kilotons)

Sensor
The prospective manufacturer of this device, Can-

ada Wire & Cable Ltd., Canstar Division, normally
fabricates fiber-optic splitters with a minimum 7%
coupling ratio-that is, a minimum of 7% would be
transmitted from one fiber to another at any one of
the fusion points described above. A coupling ratio of
only 1% would be too unstable with temperature to
guarantee successful operation. For this and various
manufacturing reasons, we agreed that this sensor
would not be fabricated. However, a multiloop sensor
that could perform the same measurement was man-
ufactured and successfully tested. This device, illus-
trated in Figure 5, consists of two 8x 100conventional
fiber-optic couplers and 100 loops of optical fiber
connected between them. Any one of the first set of
eight fibers could be connected to its own remotely
located optical source through a lead fiber (not shown
but extending off to the right of the figure). Similar
lead fibers emanating from the other set are bundled
together and connected to a remote photodetector
with a face large enough to accommodate all eight of
them. Light from each source fiber is divided roughly
uniformly among all 100 fiber loops, and light leaving
each loop is similarly divided among the eight detec-
tor fibers. However, since 92 of the potential 100
output fibers are dead-ended within the coupler, only
8% of the optical power entering this second coupler
can reach the detector.

fibersleadingto source(s)anddetector

fiber-opticcouplers (Sxl00)

Figure 5. Multiloop shock position sensor

The operation of this sensor ie eimilar to the one
originally proposed: when the shock wave reaches
each loop, it breaks and produces a small drop in the
optical power reaching the detector. The result is a
downward etaircase output similar to the one shown
in Figure 3.

In principle, one could use two 100X100 couplers
with a potential of connecting them to 100 different
optical sources and of recovering all the output power,
as opposed to only 8‘%. This would result in a much
larger signal, but it maybe impractical because of the
resources required to produce it. Two hundred lead
fibers connecting this sensor to the detector and 100
sources is an extremely large number of both kinds of
components to dedicate to one measurement. In ad-
dition, a detector large enough to accommodate 100
fibers might have too low a frequency response, unless

9



the fibers were butt-coupled right to the detector
face. Nevertheless, the choice of 8x 100 couplers is
not unique; in our case, it was made because eight-
fiber cables are typically, though not exclusively,
available at the Nevada Test Site.

Although the operation of this sensor seemed
extremely straightforward, ever mindful of the “Law
of Maximum Perversity of the Universe,” we decided
first to test a homemade, six-loop device. This was to
be an inexpensive way of correcting unanticipated
problems. We had originally intended not to use a
steady laser-diode source for these tests but, rather,
one modulated at 80 mHz. The sensor would then
amplitude-modulate this carrier and the detector
would be tuned to frequencies of -80 mHz. We had
used such a scheme in the past to enhance the
rejection of unwanted optical signals provided by
narrow-band optical filtering. In this case, we antici-
pated that such a signal would most likely be shock-
induced luminescence with temporal frequencies well
below 80 mHz.

The basic explosives arrangement for these exper-
iments is illustrated in Figure 6, where a length of
detonation cord (or Primacord), manufactured by the
Ensign-Bickford Corporation, is laid across the loops
and detonated at the far end. With a well-characterized
detonation speed of 7 mmlps, we expected it to
provide a clean simulation of an actual shock wave.
Figure 7 shows the result of a test on a six-loop sensor.
Although six transitionsclearly exist in this record of

detector output vs. time, the trend is not monotoni-
cally decreasing. Breaking certain fiber loops actually
caused an increase in the demodulated signal, despite
the loss of their contribution to the total. This seem-
ingly bizarre behavior repeated itself on another
similar experiment. We then performed the experi-
ment using a steady laser-diode source at the same
optical wavelength (-800 rim); the results are re-
corded in Figure 8. This record does exhibit the
expected staircase pattern, which was also reproduc-
ible. Finally, we tested a 100-loop sensor, using a
steady source. The record in Figure 9 demonstrates
that the full sensor worked as expected; it consists of
100 downward steps, each small enough that the
entire trace can be considered quasi-continuous. As
we verified with the detonation cord alone, the initial
dip and recovery were not related to the sensor itself,
but were caused by EMP from the detonator circuit
coupling into the detection electronics.

Primacord

/
/- /-- /’-/’--/ /’-

i
detonator

Figure 6. Explosives test arrangement for multiloop
sensor
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Figure 7. Six-loop sensor using modulated optical source
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Intensity Interferometric Sensor
We statically verified the nonmonotonic behavior

of the six-loop sensor, excited by a modulated source,
by manually making and unmaking various connec-
tions from one 1x 6 fiber-optic coupler to another.
Depending on where in a sequence a given connection
was made, it either enhanced or diminished the
amplitude of the modulated signal. Excitation by a
steady laser, source produced no such effect. It quickly
became obvious that, although this sensor is not
interferometric in the usual sense, a kind of inter-
ferometry was taking place associated with the mod-
ulated intensity. The relevant wavelength is Xm, such
that

Am= c/nf~ , (3)

where c is the speed of light, n is the refractive index
of the fiber, and f~ is the modulation frequency of
the optical source. For a modulation frequency of
80 mHz, this wavelength is about 2.57 meters. Thus,
depending on whether the phase of the modulated
signal associated with a given connection is or is not
within 90° of the phase of the total signal, due to all
previous connections, it will either add to or subtract
from that signal. That phase relationship is deter-
mined by the number of fibers that were connected
previously and their lengths.

This intensity interferometry suggested an ex-
tremely simple kind of shock position sensor, as
illustrated in Figure 10. Here, an optical fiber of
length L is attached to a 1X 2 coupler through a
connector such that light reflects off this junction
between the two fibers as well as at the far end of the
fiber. These two reflections are in essence two sources
of light, and whether they combine to produce an

intensity maximum depends upon their phase differ-
ence at the connector. Obviously, if the round trip
through the fiber is some integral multiple of Xm, they
will. Therefore, the change in the length of the fiber
between successive maximums or minimums is AJ2,
or about 1.29 meters for an 80-mHz signal. Higher
modulation frequencies will diminish that number
proportionately, and thereby increase the spatial res-
olution of this sensor.

Under shock conditions, the situation is not as
clean as this analysis indicates, because the unpre-
dictable character of the fiber end may cause a
relatively poor reflection to occur just at the point of
an interference maximum. Missing or shifted orders
might then occur. This varying end-reflection is ob-
served in Figure 11, which is the result of placing a
length of detonation cord along the fiber in Figure 10
and initiating it. The optical source was unmodulated
and the fiber end was initially polished, resulting in
the best possible air-glassreflection (-4’% ) occurring
before initiation. This is the level at the left of the
figure. Thereafter, the reflection is almost always
lower, and varies erratically until the cord has been
completely consumed. The lowest level obtained dur-
ing detonation corresponds to no reflection off the
fiber end; this was determined by dipping it in
index-matching gel and observing the detector out-
put.

Despite the caveats associated with this tech-
nique, we demonstrated its viability by” conducting
the same experiment on an identical fiber (a 200-pm
core step-index fiber from Raychem Corp.) using an
80-mHz modulated source. We then performed the
experiment again, this time using a 100-j.tm core
graded-index fiber from Corning, though this fiber
end was initially dipped in index-matching gel. The
resultsare shown in Figure 12a and b for the Raychem
and Corning fibers, respectively. In contrast to Figure
11, we observe a definite periodicity in both cases,

though as a consequence of the end effect just men-
tioned, it is not clearly sinusoidal. Furthermore, in the

case of the Raychem fiber, the interference mini-
mums are far more distinct than the maximums.

Nevertheless, we can readily see that these extremes

have the significance we have postulated for them, by
noting that in both cases essentially 3.5 intervals

between minimums occur within 0.655 millisecond.
Dividing the time per interval into 1.29 meters results

in a shock speed of 6.9 mm/Ks; this is in excellent

agreement with the nominal value of 7 mm/ps for the
Primacord.
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Embedded Grating Sensor
As part of this work, we explored another concept

for a fiber-optic shock position sensor, though we
never developed it. The basic configuration of such a
device is shown in Figure 13, where an optical fiber
contains reflection planes distributed in a known
manner along its length. Ignoring all other reflections
within the system, the totality of these reflectors
determines the return signal. As the shock front
proceeds, it destroys one reflector after another,
thereby producing a staircaseresponse similar to that
in Figure 3.

As in the original proposal, this one does not
depend on any lack of multiple reflections within the
fiber, for such will exist. However, the composite
reflectivity of the entire array can be analyzed, as we
now show. Consider the first two reflection planes,
with a distance between them much greater than the
coherence length of the light source, having “elemen-
tal” intensity reflectivities rl and rz (Figure 14). Then
by adding up the intensities of all the internal reflec-
tions, the overall reflectivity, R2, of the composite is
shown to be:

Rz = rl + rz(l – rl)2/(1 – rlrz) . (4)

If we add a third reflection plane, having an elemental
reflectivity r~,then the new composite reflectivity is

R~ = R2 + r3(l – R2)2/(1 – R2r3) . (5)

Generalizing to a composite consisting of n reflection
planes:

R. = R._l + rn(l – R._l)2/(1 – R.-1 r.) . (6)

For a constant r, we expect the multilayer reflectivity
to asymptotically approach unity as the number of
surfaces approaches infinity, implying a step size that
approaches zero. If it is desired that the step size be a
constant K, then R~ = Km, and r~ must vary. After
solving Eq. (6) for r~ we obtain

-

to source and<tactor
reflectionDlanes

,+\, ;,, ,’, ,,r
L

‘> / T
coupler

shock front sensor fiber

Figure 13. Embedded grating sensor

I tR2

“HH
Figure 14. Two-surface reflection

We have calculated various cases of interest based
on these equations. Figure 15 contains plots of the
composite reflectivity vs. number of surfaces for a
100-surface sensor having all rm = 0.1 and all rm =

0.01. As expected, the step size is not constant, but
diminishes as the number of surfaces increases. A
trade-off clearly exists between range and sensitivity,
where sensitivity is defined as the step eize. Figure 16
consists of plots of the elemental reflectivity of a
given surface vs. surface number for a 100-surface
composite reflector whose composite reflectivity is 0.5
or 0.75 before exposure to a shock wave. Thus, Rlw =
0.5 and K = 0.005, or RIOO= 0.75 and K = 0.0075. It
is interesting to note that one can produce a substan-
tial composite reflectivity, as in the case of Rlw = 0.5,
without requiring any of the elemental reflectivities
to exceed 2%.

r~+l = K/[(l – Km)2 + K2m] . (7)
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We do not propose that these reflectors be actual
mirrored surfaces between fiber segments, because
such a device would be extremely tedious to fabricate
and would probably result in considerable optical
loss. Rather, we suggest that the reflection surfaces be

periodic refractive-index distributions (or gratings)
that have been “written” or embedded in the fiber. As
in the case of any stratified medium, their reflectivity
will depend upon the depth and spatial period of the
modulation and the number of periods. The process
of embedding these gratings would not involve any
breaks in the fiber, but would be the same as that
used by the United Technologies Research Corpora-
tion (UTRC) to create distributed fiber-optic sensors
for “smart skin” applications.

When a germanium-doped optical fiber is ex-
posed to ultraviolet radiation of about 240 nm, a
photochemical change takes place that induces a
corresponding change in the glass’ refractive index. A
change as high as 0.006 has been reported by certain
British researchers,but at UTRC 5X 10–4 is typical.3
This refractive index change can be made periodic by
introducing the ultraviolet radiation into the fiber as

a standing-wave pattern. The spatial period that

optimizes reflection is M2n, where A is the vacuum
wavelength of the light reflected off the grating and n
is the refractive index of the fiber. If we apply the
theory of periodically stratified media4 as a reason-
able description of a UTRC grating, then a 170
reflection can be achieved with a grating length of
about 1500 such periods. This length is 0.4 mm for
800-nm light. Although not microscopic in thickness,
it is still much thinner than the separation of at least
several centimeters between gratings. It is thus thin
enough to be considered a “surface” in the present
context.

We should emphasize that the manufacturer of
this sensor need not consult Figure 16, which was
intended solely for illustrative purposes. Once an
overall composite reflectivity is decided upon, a given
step size could be achieved by monitoring the re-
flected light during the fiber’s exposure to the ultra-
violet radiation. Exposure of that portion of the fiber
will cease when the desired step size is achieved. The
process would then be repeated down the line. Unfor-
tunately, a lack of resources prevented us from pur-
suing the actual fabrication of this sensor.
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Figure 15. Composite reflectivity
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